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510(k) Summary JUN -4 2,9
This summary of 510(k) safety and effectiveness information is being
submitted in accordance with the requirement of SMDA and 21 CFR
807.92.

1.0 submitter's information

Name: A:lcon Health Co., Ltd.
Address: : 31, Changjiang Road, Nankai Dislri,:. i

.;. C h i n a
Phone nn.rn::: 8,-22-6052 6161
Fax nur:"i:::.wr. 86-22-6052 6162
Contact: Liu Yi
Date of Application: 03/16/2009

2.0 Device information

Trade name: Fully Automatic Electronic Blood Pressure Monitor
Common name: Noninvasive bloo pr:s':ure me:surement system
Classificationr name: Noninvasive bloo f.resuJre measuie'nnt system

3.0 Classification

Produc'lion code: DXN- Noninvrsive bloodl -ressre rnasur;rKnt system.
Regulation number: 870.1130
Classification: II
Panel: Cardiovascular

4.0 Predict device information

Manufacture': Andon FHealth Co. ot,.
Device: K/ .- 5902 Ft i',," -r tic !2 e:irwhic [:iC ',- : re M[,citc:r

51 0(k) n umLr Ier: K0833 7

5.0 Device description

KD-5962 FL.Illy Automatic Electronic Blood Frssure Monit.or is for use by
rneclicai professionals or at home and in a ii ,;asiv e l:: . o pressure
measuremer',t sy.stem interode :o) measur,:: I i .oic 1bloo

techrn i(:l. in w.vhich '-n ifllh.: ! :mi:-l C ti ' '. :.F

C: 'iff 'r fK!K:In::: i; lii: I:-':

i
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It is designed and manufactured according to ANSI/AAMI SP10--manual,
electronic or automated sphygmanometers.

The operational principle is based on oscillometric and silicon integrate
pressure sensor technology, the result will be shown on a LCD with an
electronic interface module, the result can also be classified and displayed
by the function of blood pressure classification indicator, the memory

cacarix,'s 60 times. If any irregular heartbeat is dee ;~1 t c-an be shown
o)rl I. D The touch key button and the voice fw i rake it more

c~c:;,, I to use.

nduse

KD-Q2' FUlly Automatic Electronic Blood Fcur.iiioris for use by
medical professionals or at home and is a non-invasive blood pressure
measurement system intended to measure the diastolic and systolic blood
pressures and pulse rate of an adult individual by using a non-invasive
technique in which an inflatabLle cuff is wrapped around the upper arm. The
cuff circumference is limite!i v __rnr-I-18cm

The nMtend(e-,d use arid the iiiv:. -orue r K-5962, as described HI its
lab-'eling are the same as t . (a crevice KD-5D02.
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8.0 Performance summary

KD-5962 Fully Automatic Electronic Blood Pressure Monitor conforms to the
following standards:
• lEC 60601-1, Medical Electrical Equipment - Part 1: General

Requirements for Safety, 1988; Amendment 1, 1991-11, Amendment 2,
1995.

* IEC 6060I1-:2, Medical Electrical Equipment - Part 1-' (+eneral
R e q uirem:.4m for Safety - Collateral standard: Ex::~gei
Cornpat'i'L! tv - R~equirements and Tests (Edition 2:2001 with A'mvr.-dment
1:20041- Edition 2.1 (Edition 2:2001 consolidate~dwit /-\inendment
1:2004"'

* AAMI SF1 0 2002, Manual, electronic or automated sphygmomanometers.
* AAMI I ANSI SP10:2002/Al:2003 -- , Amendment 1 to ANSI/AAMI

SP10:2002 Manual, electronic, or automated sphygmomanometers.
* AAMI I ANSI SP10:2002/A2:2006 -- , Amendment 2 to ANSI/AAMI

SPi10:2002 Manual, electronic, or automated sphygmomanometers.

9.0 Comparison to the predict device and the conclusion

Our device KD-5962 Fully Automatic Electronic Blood Pressure Monitor is
substantially equivalent to the Fully Automatic Electronic Blood Pressure
Monitor KD-5902 whose 51 0(k) number is K083317.

The two devices are very similar in the intended use, the design principle, the
material, the energy source and the applicable standards. Only their
appearance and some functions such as touch button are different. The
performance parameter of cuff pressure range and overpressure limit are
different from the predicted device KID-5902. The Environmental parameters is
changed, the operational range for humidity (<90%) are changed from the
predict device whose operational range for humidity is <80%. The pulse rate
range is changed from 30-180 times/mmn to 40-1 80 timnes/mmn.

However, the test in this sulbmission provides demonstration that these small
differences do not raise any new questions of safety and effectiveness.
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Rockville MD 20850
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Andon Health Co., Ltd.
c/o Mr. Liu Yi
No 31 Changjiang Road
Nankai District, Tianjin
China 300193

Re: K090771
Trade/Device Name: KD-5962 Fully Automatic Electronic Blood Pressure Monitor
Regulation Number: 21 CFR 870.1130
Regulation Name: Noninvasive Blood Pressure Measurement System
Regulatory Class: Class II (two)
Product Code: DXN
Dated: undated
Received: May 7, 2009

Dear Mr. Yi:

We have reviewed your. Section 510(k) premarket notification of intent to market the device
referenced above and have determined the device is substantially equivalent (for the indications
for use stated in the enclosure) to legally marketed predicate devices marketed in interstate
commerce prior to May 28, 19.76, the enactment date of the Medical Device Amendments, or to
devices that have been reclassified in accordance with the provisions of the Federal Food, Drug,
and Cosmetic Act (Act) that do not require approval of a premarket approval application (PMA).
You may, therefore, market the device, subject to the general controls provisions of the Act. The
general controls provisions of the Act include requirements for annual registration, listing of
devices, good manufacturing practice, labeling, and prohibitions against misbranding and
adulteration.

If your device is classified (see above) into either class II (Special Controls) or class III (PMA), it
may be subject to additional controls. Existing major regulations affecting your device can be
found in the Code of Federal Regulations, Title 21, Parts 800 to 898. In addition, FDA may
publish further announcements concerning your device in the Federal Register.
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Please be advised that FDA's issuance of a substantial equivalence determination does not mean
that FDA has made a determination that your device complies with other requirements of the Act
or any Federal statutes and regulations administered by other Federal agencies. You must
comply with all the Act's requirements, including, but not limited to: registration and listing
(21 CFR Part 807); labeling (21 CFR Part 801); medical device reporting (reporting of medical
device-related adverse events) (21 CFR 803); good manufacturing practice requirements as set
forth in the quality systems (QS) regulation (21 CFR Part 820); and if applicable, the electronic
product radiation control provisions (Sections 531-542 of the Act); 21 CFR 1000-1050.

If you desire specific advice for your device on our labeling regulation (21 CFR Part 801), please
contact the Center for Devices and Radiological Health's (CDRH's) Office of Compliance at
(240) 276-0120. Also, please note the regulation entitled, "Misbranding by reference to
premarket notification" (21 CFR Part 807.97). For questions regarding the reporting of adverse
events under the MDR regulation (21 CFR Part 803), please contact the CDRH/Office of
Surveillance and Biometrics/Division of Postmarket Surveillance at 240-276-3464. For more
information regarding the reporting of adverse events, please go to
http://www.fda.gov/cdrh/mdr/.

You may obtain other general information on your responsibilities under the Act from the
Division of Small Manufacturers, International and Consumer Assistance at its toll-free number
(800) 638-2041 or (240) 276-3150 or at its Internet address
http ://www.fda.gov/cdrh/industrv/support/index.html.

Sincerely yours,

cram D.Zu kerman, M.D.
Director
Division of Cardiovascular Devices
Office of Device Evaluation
Center for Devices and

Radiological Health

Enclosure
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Statement of Indications for Use

510(k) Number: 'cOq11 (
Device name: KD-5962 Fully Automatic Electronic Blood Pressure

Monitor

... C; t 0 f- ' ' ir use:

,.ly Automatic Electronic Blood Pre.;:u : ,i r use by
n ec'i -ai professionals or at home and is a non-invasiwe bi:.,od pressure
measurement system intended to measure the cdiastolic and systolic blood
pressures and pulse rate of an adult individual by using a non-invasive
technique in which. an inflatable cuff is wrapped around the upper arm. The
cuff circumference is limited to 22cm-48cm.

Prescription use r-The-Counter Use YE.S , '
F-tI' 2I CFR, 801 si'bpl-,- ';'" (C'FR ,807 S. :.Ihp;url C!

(PLEASE DO NOT VI'VRIFE EEL. O'W THIS LINE-COUNTINUE C;.,
ANOTHER PAGE IF NEEDED)

ConcuH rrer-e f CD- u.-DeieEalueion (0D E-

(bIsllson~i 81O) c/9z'
Division of Cardiovascular Devices

510(k) Number !f °'/ l - i . .


